Noninvasive detection of coronary artery stenosis with noninvasive imaging modalities (electron beam CT, MR angiography) has recently emerged. The use of helical CT in the visualization of epicardial coronary arteries is limited by cardiac motion artifacts due to long acquisition times and lack of an ECG trigger and is therefore reliable only in the determination of coronary graft patency. With the introduction of a novel CT technology using a 4-slice CT system with shorter acquisition times and retrospectively ECG-gated helical scanning (Somatom Plus4VZ, Siemens), these limitations have been overcome. The helical CT system uses a multislice technique (simultaneous acquisition of 4 axial slices) with 250-ms temporal resolution and retrospective ECG gating. The scan starts 25 seconds after the injection of 140 mL of nonionic contrast medium (Ultravist 300, Schering) via a peripheral vein during 1 breathhold (acquisition time, 28±4 seconds) with simultaneous registration of the ECG signal. Images of the entire heart and the coronary vessels are nearly motion-free. After the acquisition, all images are transferred to an external workstation, and the ECG signal is used to reconstruct the images at identical time points, 500 ms before the next R wave (retrospective ECG gating). For 3D reconstruction and visualization of the coronary arteries, volume rendering techniques are applied (Insight; NeoImagery).

Figure 1 represents the results of multislice CT angiography of a 77-year-old woman referred to our hospital for evaluation of atypical chest pain. Exercise testing could not be performed because of peripheral artery disease. In addition to some calcified plaque, a high-grade stenosis of the proximal part of the left anterior descending coronary artery (LAD) was detected. In Figure 2, an occlusion of the middle part of the right coronary artery (RCA) is evident. The results of noninvasive coronary angiography were confirmed by conventional angiography.
Figure 1. 3D rendering of left coronary artery shows, in addition to some calcified plaques (arrowheads), high-grade stenosis (arrow) in proximal part of LAD that could be confirmed with conventional angiography. Ao. indicates ascending aorta; T.p., pulmonary trunk.

Figure 2. 3D rendering of occlusion (arrow) within middle segment of RCA and extensive calcification (arrowheads).
Noninvasive Detection of Coronary Artery Stenosis by Multislice Helical Computed Tomography
Andreas Knez, Christoph Becker, Bernd Ohnesorge, Ralph Haberl, Maximilian Reiser and Gerhard Steinbeck

Circulation. 2000;101:e221-e222
doi: 10.1161/01.CIR.101.23.e221

Circulation is published by the American Heart Association, 7272 Greenville Avenue, Dallas, TX 75231
Copyright © 2000 American Heart Association, Inc. All rights reserved.
Print ISSN: 0009-7322. Online ISSN: 1524-4539

The online version of this article, along with updated information and services, is located on the World Wide Web at:
http://circ.ahajournals.org/content/101/23/e221

Permissions: Requests for permissions to reproduce figures, tables, or portions of articles originally published in Circulation can be obtained via RightsLink, a service of the Copyright Clearance Center, not the Editorial Office. Once the online version of the published article for which permission is being requested is located, click Request Permissions in the middle column of the Web page under Services. Further information about this process is available in the Permissions and Rights Question and Answer document.

Reprints: Information about reprints can be found online at:
http://www.lww.com/reprints

Subscriptions: Information about subscribing to Circulation is online at:
http://circ.ahajournals.org//subscriptions/