We report a case of a 27-year-old man with Senning repair of D-transposition of the great arteries. A dual-chamber pacemaker was placed for syncope due to sinoatrial node dysfunction 3 years before this presentation. He had no further syncope but complained of dyspnea on exertion and mild exercise intolerance. A routine chest x-ray and transthoracic echocardiography suggested the presence of a pacing lead in the systemic ventricle (anatomic right ventricle). To better define the anatomy and lead position, he underwent a gated computed tomography scan. This showed an appropriately positioned atrial lead in the nonsystemic atrium (anatomic left atrium), but the ventricular lead had perforated through the atrial baffle, coursing into the systemic ventricle (Figure, A and B; online-only Data Supplement Movies I and II). A small systemic-to-venous baffle shunt was seen in the region of the perforation. The systemic ventricle had mildly reduced systolic function.

Inadvertent placement of pacing leads in the systemic ventricle and the presence of intracardiac shunts pose significantly high risk of systemic thromboembolism.1 During the 3 years since pacemaker implantation, our patient remained asymptomatic from thromboembolic complications. The lead was extracted from the systemic ventricle and reimplanted correctly in the nonsystemic ventricle (anatomic left ventricle) under fluoroscopic and transesophageal echocardiographic guidance (online-only Data Supplement Movies III and IV). Transthoracic echocardiography with bubble contrast after removal of lead from the systemic right ventricle showed a persistent baffle leak (online-only Data Supplement Movie V).

This case highlights the importance of understanding the complex anatomy of the atrial baffles in patients with repaired transposition of the great arteries before device implantation to avoid potential complications from transvenous pacemaker implantation. It is also necessary to know the course of the venous baffle and rule out baffle leaks and obstruction. Newer imaging techniques such as cardiac computer tomography and magnetic resonance imaging are helpful in guiding management in complex congenital heart diseases. Compared with magnetic resonance imaging, computed tomography imaging is faster and can be used in patients with pacemakers and defibrillators.

Disclosures
None.

Reference
Inadvertent Placement of Pacemaker Lead into the Systemic Ventricle in Repaired D-Transposition of the Great Arteries

Suman S. Kuppahally, Larry S. Green, Andrew D. Michaels, Stephen M. Ishihara, Roger A. Freedman and Sheldon E. Litwin

*Circulation.* 2010;121:e32
doi: 10.1161/CIR.0b013e3181d23036

*Circulation* is published by the American Heart Association, 7272 Greenville Avenue, Dallas, TX 75231
Copyright © 2010 American Heart Association, Inc. All rights reserved.
Print ISSN: 0009-7322. Online ISSN: 1524-4539

The online version of this article, along with updated information and services, is located on the World Wide Web at:
http://circ.ahajournals.org/content/121/6/e32

Data Supplement (unedited) at:
http://circ.ahajournals.org/content/suppl/2010/02/02/121.6.e32.DC1

**Permissions:** Requests for permissions to reproduce figures, tables, or portions of articles originally published in *Circulation* can be obtained via RightsLink, a service of the Copyright Clearance Center, not the Editorial Office. Once the online version of the published article for which permission is being requested is located, click Request Permissions in the middle column of the Web page under Services. Further information about this process is available in the Permissions and Rights Question and Answer document.

**Reprints:** Information about reprints can be found online at:
http://www.lww.com/reprints

**Subscriptions:** Information about subscribing to *Circulation* is online at:
http://circ.ahajournals.org//subscriptions/