Primary Results From the SmartDelay Determined AV Optimization: A Comparison to Other AV Delay Methods Used in Cardiac Resynchronization Therapy (SMART-AV) Trial

A Randomized Trial Comparing Empirical, Echocardiography-Guided, and Algorithmic Atrioventricular Delay Programming in Cardiac Resynchronization Therapy

Kenneth A. Ellenbogen, MD; Michael R. Gold, MD, PhD; Timothy E. Meyer, PhD; Ignacio Fernández Lozano, MD; Suneeet Mittal, MD; Alan D. Waggoner, MHS; Bernd Lemke, MD; Jagmeet P. Singh, MD, PhD; Francis G. Spinale, MD, PhD; Jennifer E. Van Eyk, PhD; Jeffrey Whitehill, MD; Stanislav Weiner, MD; Maninder Bedi, MD; Joshua Rapkin, MS; Kenneth M. Stein, MD

Background—One variable that may influence cardiac resynchronization therapy response is the programmed atrioventricular (AV) delay. The SmartDelay Determined AV Optimization: A Comparison to Other AV Delay Methods Used in Cardiac Resynchronization Therapy (SMART-AV) Trial prospectively randomized patients to a fixed empirical AV delay (120 milliseconds), echocardiographically optimized AV delay, or AV delay optimized with SmartDelay, an electrogram-based algorithm.

Methods and Results—A total of 1014 patients (68% men; mean age, 66±11 years; mean left ventricular ejection fraction, 25±7%) who met enrollment criteria received a cardiac resynchronization therapy defibrillator, and 980 patients were randomized in a 1:1:1 ratio. All patients were programmed (DDD-60 or DDDR-60) and evaluated after implantation and 3 and 6 months later. The primary endpoint was left ventricular end-systolic volume. Secondary endpoints included New York Heart Association class, quality-of-life score, 6-minute walk distance, left ventricular end-diastolic volume, and left ventricular ejection fraction. The medians (quartiles 1 and 3) for change in left ventricular end-systolic volume at 6 months for the SmartDelay, echocardiography, and fixed arms were −21 mL (−45 and 6 mL), −19 mL (−45 and 6 mL), and −15 mL (−41 and 6 mL), respectively. No difference in improvement in left ventricular end-systolic volume at 6 months was observed between the SmartDelay and echocardiography arms (P=0.52) or the SmartDelay and fixed arms (P=0.66). Secondary endpoints, including structural (left ventricular end-diastolic volume and left ventricular ejection fraction) and functional (6-minute walk, quality of life, and New York Heart Association classification) measures, were not significantly different between arms.

Conclusions—Neither SmartDelay nor echocardiography was superior to a fixed AV delay of 120 milliseconds. The routine use of AV optimization techniques assessed in this trial is not warranted. However, these data do not exclude possible utility in selected patients who do not respond to cardiac resynchronization therapy.

Clinical Trial Registration—URL: http://www.clinicaltrials.gov. Unique identifier: NCT00677014.

Key Words: clinical trials, randomized • echocardiography • electrophysiology • heart failure • implantable cardioverter-defibrillators

Received September 29, 2010; accepted October 22, 2010.

From the Virginia Commonwealth University Medical Center, Richmond (K.A.E.); Medical University of South Carolina, Charleston (M.R.G., F.G.S.); Boston Scientific, St. Paul, MN (T.E.M., J.R., K.M.S.); Hospital Puerta de Hierro, Madrid, Spain (I.F.L.); St. Luke’s–Roosevelt Hospital Center, New York, NY (S.M.); Washington University School of Medicine, St. Louis, MO (A.D.W.); Maerkische Kliniken GmbH, Luedenscheid, Germany (B.L.); Massachusetts General Hospital, Harvard Medical School, Boston (J.P.S.); Departments of Medicine, Biology, Chemistry, and Biomedical Engineering, Johns Hopkins University, Baltimore, MD (J.E.V.E.); Austin Heart Hospital, Austin, TX (J.W.); Tyler Cardiovascular Consultants, Tyler, TX (S.W.); and The Washington Hospital, Washington, PA (M.B.).

The online-only Data Supplement is available with this article at http://circ.ahajournals.org/cgi/content/full/CIRCULATIONAHA.110.992552/DC1. Correspondence to Kenneth A. Ellenbogen, MD, Division of Cardiology, VCU School of Medicine, PO Box 980053, Richmond, VA 23298-0053. E-mail kellenbogen@mcvh-vcu.edu

© 2010 American Heart Association, Inc.

Circulation is available at http://circ.ahajournals.org DOI: 10.1161/CIRCULATIONAHA.110.992552
Achieving the optimal outcome from CRT may be dependent on proper programming of the optimal atrioventricular (AV) delay. Suboptimal AV delay programming can result in as much as a 10% to 15% decline in cardiac output. However, the large-scale randomized clinical trials establishing the overall efficacy of CRT have differed widely in their approach to AV optimization. In clinical trials establishing the overall efficacy of CRT have differed widely in their approach to AV optimization.

In contrast, the Cardiac Resynchronization–Heart Failure (CARE-HF) and Multicenter InSync Randomized Clinical Evaluation (MIRACLE) investigators used Doppler echocardiography of transmitral flow to select the optimal AV delay, an approach endorsed by the American Society of Echocardiography. In further contrast, the Comparison of Medical Therapy, Pacing, and Defibrillation in Heart Failure (COMPANION) investigators used an algorithm based on the intrinsic AV interval and baseline QRS width to determine a predicted optimal programmed sensed AV delay; a modified version of this algorithm known as SmartDelay (SD) is available in the current Boston Scientific CRT devices. The SmartDelay Determined AV Optimization: A Comparison to Other AV Delay Methods Used in Cardiac Resynchronization Therapy (SMART-AV) study was designed to compare 3 alternative techniques and to assess the hypotheses that systematic AV delay optimization with echocardiography and/or the SD algorithm is superior to a fixed nominal AV delay as demonstrated by improved left ventricular (LV) geometry after 6 months and that programming according to SD is noninferior to using echocardiography-determined AV delay optimization.

### Methods

#### Study Design

Details of the study design have previously been published. Briefly, patients who met standard criteria for implantation of a CRT defibrillator and could undergo all testing and follow-up for a minimum of 6 months after implantation were eligible for the SMART-AV Trial. Patients were randomly assigned to 1 of 3 treatment arms at the postimplant (1 to 14 days after implantation) visit using randomly permuted blocks within each center: AV delay set at 120 milliseconds (Fixed), AV delay programmed with the echocardiography-determined mitral inflow method, aka iterative technique (Echo), or AV delay programmed with the SD algorithm (SD). Patients were implanted with a commercially available Boston Scientific CRT defibrillator device with the SD algorithm (models H220, H225, H227, H229, N119, and N118). Any compatible right atrial lead, right ventricular defibrillation lead, and LV lead could be implanted. The devices were programmed at the discretion of the implanting physician to either DDD or DDDR with a lower rate of 60 bpm, rate hysteresis turned off, dynamic AV delay turned off, and atrial tachycardia response turned on at 170 bpm.

During the enrollment period, indications for CRT defibrillator implantation were New York Heart Association (NYHA) class III or IV despite optimal medical therapy, an LV ejection fraction (LVEF) ≤35%, and QRS duration ≥120 milliseconds. Optimal medical therapy of congestive HF, including diuretics, β-blockers, angiotensin-converting enzyme inhibitors or angiotensin receptor blockers, was strongly encouraged, and medication changes during the study were strongly discouraged. Patients who were in complete heart block or were unable to tolerate ventricular pacing at 40 bpm for up to 14 days were excluded.

After randomization, patients underwent echocardiographic imaging at 3 and 6 months after implantation. Patients allocated to the SD arm underwent optimization reprogramming with the SD algorithm at 3 months. All patients were blinded to their treatment assignment, and all underwent the same measurement protocols at each visit. The primary end point was LV end-systolic volume (LVESV). Secondary end points included NYHA class, QOL score as assessed by the Minnesota Living With Heart Failure Questionnaire, 6-minute walk distance, LV end-diastolic volume (LVEDV), and LVEF. The end point measurements were made at the 3- and 6-month visits. The echocardiographic end points were done in blinded fashion by a single core laboratory. Other data collected at these visits included ECG and electrogram measurements, current clinical status, current cardiovascualr medications, echocardiogram with tissue Doppler imaging measurements, AV delay setting, QOL questionnaire, and 6-minute walk test. HF-related adverse events and HF hospitalizations, clinical status changes, development of atrial fibrillation, changes in cardiovascular medications, and other clinical variables were also obtained at all visits (scheduled and unscheduled).

The trial was conducted in accordance with the Helsinki Declaration and the ethics or regulatory committee of each individual institution. All patients gave written informed consent to participate in this trial.

#### Sample Size and Statistical Analysis

The required sample size was based on the primary end point of the study, change in LVESV at 6 months after CRT. With the use of a clinically meaningful difference and standard deviation of 15 and 60 mL, respectively, between the fixed and optimized groups, a total of 759 patients (253 per group) were required to obtain at least 80% power. The sample size was calculated with a 2-sample t test at a significance level of 5%. For analysis, a sequential ordering of comparisons (gate-keeping) was used to control the type I error. A superiority comparison of the primary end point was run, SD versus Fixed. Only after successfully rejecting the null hypothesis for the comparison of SD versus Fixed would further noninferiority and/or superiority comparisons of this end point and possibly secondary end points be run in the ordering specified by the study protocol for the purpose of claims.

Mean, standard deviations, counts, and percentages were calculated for baseline demographics. P values were calculated with F tests and χ² tests for continuous and categorical variables, respectively. Medians (quartiles 1 and 3) are reported for continuous variables for up to 14 days; confidence intervals estimated for the median. Counts and percents are reported for categorical data. General linear models were used to compare the pairwise changes in LVESV, 6-minute walk, LVEF, LVEDV, and QOL score from baseline to 6 months. A Shapiro-Wilk test of normality was used to evaluate residuals for normality in this patient cohort. Because of nonnormality of the data, a square root transformation of the continuous measures listed above was used. Only patients with available data at both enrollment and 6 months were included in end-point analysis models, and no adjustment was made for missing data. NYHA classification was calculated using a risk difference of improvement of >1 NYHA class from baseline to 6 months stratified by baseline NYHA classification. A test for homogeneity was
Table 1. Patient Demographics and Clinical History at Implantation

<table>
<thead>
<tr>
<th>Characteristic</th>
<th>SD (n=332)</th>
<th>Echo (n=323)</th>
<th>Fixed (n=325)</th>
<th>P</th>
</tr>
</thead>
<tbody>
<tr>
<td>Age, y</td>
<td>66.4±10.6</td>
<td>65.8±11.6</td>
<td>66.1±11.3</td>
<td>0.79</td>
</tr>
<tr>
<td>Men, n (%)</td>
<td>235 (71)</td>
<td>220 (68)</td>
<td>211 (65)</td>
<td>0.27</td>
</tr>
<tr>
<td>Height, cm</td>
<td>173±10</td>
<td>171±10</td>
<td>170±10</td>
<td>0.007*</td>
</tr>
<tr>
<td>Weight, kg</td>
<td>89±23</td>
<td>87±20</td>
<td>86±20</td>
<td>0.12</td>
</tr>
<tr>
<td>BMI, kg/m²</td>
<td>29.7±6.6</td>
<td>29.4±6.0</td>
<td>29.6±6.3</td>
<td>0.83</td>
</tr>
<tr>
<td>SBP, mm Hg</td>
<td>125±20</td>
<td>121±21</td>
<td>124±20</td>
<td>0.02*</td>
</tr>
<tr>
<td>DBP, mm Hg</td>
<td>72±14</td>
<td>70±13</td>
<td>71±12</td>
<td>0.16</td>
</tr>
<tr>
<td>Systemic HTN, n (%)</td>
<td>238 (72)</td>
<td>217 (67)</td>
<td>224 (69)</td>
<td>0.45</td>
</tr>
<tr>
<td>Pulmonary HTN, n (%)</td>
<td>11 (3)</td>
<td>16 (5)</td>
<td>17 (5)</td>
<td>0.44</td>
</tr>
<tr>
<td>Resting heart rate, bpm</td>
<td>71±12</td>
<td>72±13</td>
<td>71±13</td>
<td>0.49</td>
</tr>
<tr>
<td>LBBB, n (%)</td>
<td>263 (79)</td>
<td>233 (72)</td>
<td>256 (79)</td>
<td>0.07</td>
</tr>
<tr>
<td>Ischemic origin, n (%)</td>
<td>190 (57)</td>
<td>182 (57)</td>
<td>183 (56)</td>
<td>0.97</td>
</tr>
<tr>
<td>Nonischemic origin, n (%)</td>
<td>142 (43)</td>
<td>140 (43)</td>
<td>142 (44)</td>
<td>0.97</td>
</tr>
<tr>
<td>Paroxysmal atrial fibrillation, n (%)</td>
<td>37 (11)</td>
<td>37 (11)</td>
<td>46 (14)</td>
<td>0.62</td>
</tr>
<tr>
<td>Diabetes mellitus, n (%)</td>
<td>133 (40)</td>
<td>109 (34)</td>
<td>128 (39)</td>
<td>0.19</td>
</tr>
<tr>
<td>Renal disease, n (%)</td>
<td>48 (14)</td>
<td>59 (18)</td>
<td>51 (16)</td>
<td>0.40</td>
</tr>
<tr>
<td>COPD, n (%)</td>
<td>55 (17)</td>
<td>47 (15)</td>
<td>49 (15)</td>
<td>0.76</td>
</tr>
<tr>
<td>CABG, n (%)</td>
<td>104 (31)</td>
<td>107 (32)</td>
<td>110 (34)</td>
<td>0.76</td>
</tr>
<tr>
<td>Heart valve repair/</td>
<td>17 (5)</td>
<td>20 (6)</td>
<td>17 (5)</td>
<td>0.80</td>
</tr>
<tr>
<td>replacement, n (%)</td>
<td>403 (12)</td>
<td>408 (12)</td>
<td>403 (12)</td>
<td>0.16</td>
</tr>
<tr>
<td>NYHA class, n (%)</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>I</td>
<td>0 (0)</td>
<td>1 (0)</td>
<td>0 (0)</td>
<td>0.25</td>
</tr>
<tr>
<td>II</td>
<td>12 (4)</td>
<td>6 (2)</td>
<td>6 (2)</td>
<td></td>
</tr>
<tr>
<td>III</td>
<td>307 (93)</td>
<td>311 (96)</td>
<td>307 (95)</td>
<td></td>
</tr>
<tr>
<td>IV</td>
<td>12 (4)</td>
<td>5 (2)</td>
<td>10 (3)</td>
<td></td>
</tr>
<tr>
<td>LVEF, %</td>
<td>24.5±6.7</td>
<td>23.9±6.8</td>
<td>24.9±7.0</td>
<td>0.24</td>
</tr>
<tr>
<td>QRS duration, ms</td>
<td>152±21</td>
<td>153±20</td>
<td>153±20</td>
<td>0.74</td>
</tr>
<tr>
<td>6-min walk, m</td>
<td>272±124</td>
<td>277±127</td>
<td>264±124</td>
<td>0.40</td>
</tr>
</tbody>
</table>

BMI indicates body mass index; SBP, systolic blood pressure; DBP, diastolic blood pressure; HTN, hypertension; LBBB, left bundle-branch block; COPD, chronic obstructive pulmonary disease; and CABG, coronary artery bypass surgery. See text for a description of the 3 treatment groups.

*P<0.05 for differences between groups.

Table 2. Patient Medications and Laboratory Values

<table>
<thead>
<tr>
<th>Characteristic</th>
<th>SD (n=332)</th>
<th>Echo (n=323)</th>
<th>Fixed (n=325)</th>
<th>P</th>
</tr>
</thead>
<tbody>
<tr>
<td>Medications at enrollment, %</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>ACE inhibitors</td>
<td>64</td>
<td>64</td>
<td>69</td>
<td>0.28</td>
</tr>
<tr>
<td>ARBs</td>
<td>23</td>
<td>23</td>
<td>17</td>
<td>0.09</td>
</tr>
<tr>
<td>Diuretics</td>
<td>82</td>
<td>80</td>
<td>82</td>
<td>0.84</td>
</tr>
<tr>
<td>Calcium channel blockers</td>
<td>9</td>
<td>7</td>
<td>6</td>
<td>0.32</td>
</tr>
<tr>
<td>β-blockers</td>
<td>92</td>
<td>91</td>
<td>93</td>
<td>0.58</td>
</tr>
<tr>
<td>ACE inhibitors or ARBs</td>
<td>86</td>
<td>84</td>
<td>85</td>
<td>0.79</td>
</tr>
<tr>
<td>Spironolactone</td>
<td>32</td>
<td>30</td>
<td>30</td>
<td>0.80</td>
</tr>
<tr>
<td>Digoxin</td>
<td>19</td>
<td>24</td>
<td>23</td>
<td>0.30</td>
</tr>
</tbody>
</table>

Laboratory values, mean±SD

<table>
<thead>
<tr>
<th>Characteristic</th>
<th>SD (n=332)</th>
<th>Echo (n=323)</th>
<th>Fixed (n=325)</th>
<th>P</th>
</tr>
</thead>
<tbody>
<tr>
<td>Blood urea nitrogen, mg/dL</td>
<td>24.2±12.5</td>
<td>25.3±14.7</td>
<td>23.7±12.1</td>
<td>0.31</td>
</tr>
<tr>
<td>Creatinine, mg/dL</td>
<td>1.3±0.7</td>
<td>1.3±0.8</td>
<td>1.2±0.5</td>
<td>0.27</td>
</tr>
</tbody>
</table>

ACE indicates angiotensin-converting enzyme; and ARB, angiotensin receptor blocker. Data are expressed as mean±SD when appropriate. See text for a description of the 3 treatment groups.

performed with a Cochran-Mantel-Haenszel test, and results were pooled if the test statistic was not significant at an α level of 0.05. Superiority comparisons were performed at a 2-sided α level of 0.05. A serial gate-keeping strategy was used to control the type I error rate given the number of multiple comparisons. Analysis was performed with SAS 9.1 (SAS Institute Inc, Cary, NC) and R version 2.10.1 (R Foundation for Statistical Computing, Vienna, Austria).

Results

Study Population

A total of 1060 patients signed an informed consent form and were enrolled from 100 centers in the United States and Europe between May 2008 and December 2009. Of the 1060 enrolled patients, 1014 subsequently met all inclusion criteria and were implanted with a Boston Scientific CRT defibrillator device. Demographic characteristics of the 980 patients who were enrolled, implanted, and randomized in the trial are shown in Table 1. Baseline demographic characteristics were similar between patients in all 3 arms except height and systolic blood pressure, which were slightly higher in the SD group. It is not unexpected that with 24 demographic characteristic comparisons, some are statistically significant at the 0.05 level owing to chance alone. The use of various cardiac medications at enrollment and baseline blood laboratory values were similar between the 3 arms and are described in Table 2. After implantation, a total of 980 patients were randomized to 1 of 3 AV delay arms: Fixed, Echo, or SD. The study flow chart is shown in Figure 1. Programming mode (DDD versus DDDR) was similar between treatment arms, with ~80% of patients in the DDD mode and the remaining patients programmed to the DDDR mode. Overall, the median percent of atrial pacing was 9.5% with ~75% of patients having ≤30% atrial pacing. The median percent of right ventricular pacing was 97.8% and median percent LV pacing was 98.2%.

The mean follow-up was 5.8±1.6 months. Patient response to CRT in the SMART-AV trial was defined for each of the end points as follows: improvement in LVEF threshold of 15 mL, improvement of LVEDV threshold of 15 mL, improvement in LVEF threshold of 5%, reduction in QOL score of 10 points, 25-m improvement in 6-minute walk, and improvement by at least 1 NYHA classification from baseline to 6 months. Seventy-five percent of patients responded by NYHA definition, and 48% to 61% of patients responded to all other end-point definitions. No significant difference in deaths by group existed (P=0.06).

HF-Related Events

A total of 91 HF-related adverse events were collected during the course of the SMART-AV Trial. No significant difference existed between treatment groups, with patients randomized to the SD, Echo, and Fixed arms having 31, 37, and 23 patients with HF-related adverse events, respectively (P=0.16).
Comparison of AV Delays by Treatment Group

The differences between AV delays recommended by SD during atrial sense and atrial pace modes and the AV delays recommended by the echocardiographic iterative method (Echo) in all patients at postimplantation (top) and at 6 months (bottom) are shown in Figure 2 and Figure I in the online-only Data Supplement. The average atrial sense-atrial pace offset as determined by the SD algorithm was $48 \pm 27$ milliseconds. A sensed AV delay recommended by SD or Echo (iterative method) differing by at least 30 milliseconds from the Fixed AV delay setting of 120 milliseconds was recommended in 69% and 57% of patients, respectively.

Primary End Point

The change in LVESV for the SD arm was no different from either the Echo or Fixed arm ($P=0.52$ and $P=0.66$ respectively; Figure 2). The median changes (quartiles 1 and 3) in LVESV from postimplantation to 6 months for patients in the SD, Echo, and Fixed arms were $-21$ mL ($-45$ and 6 mL), $-19$ mL ($-45$ and 6 mL), and $-15$ mL ($-41$ and 6 mL), respectively. Median LVESV values were similar across all time points for the SD, Echo, and Fixed arms with baseline values of 119, 117, and 115 mL; 3-month values of 101, 105, and 98 mL; and 6-month values of 93, 97, and 99 mL, respectively. No differences between groups at individual time points were noted (Table I in the online-only Data Supplement). Importantly, $=14\%$ of randomized patients did not undergo assessment of the primary end point (Figure 1).

Secondary End Points

Because the primary end point showed no significant difference between the SD and Fixed groups, no other end points
are considered statistically significant according to the gatekeeping strategy. Reported $P$ values are therefore nominal values without adjustment for multiplicity and should be interpreted as exploratory, hypothesis-generating analysis. Secondary end points included structural (LVEDV and LVEF) and functional (6-minute walk, QOL, and NYHA classification) measures. There were no significant differences in the structural or functional end points by group (Figure 3). The median changes (quartiles and 3) in LVEDV from postimplantation to 6 months for patients in the SD, Echo, and Fixed arms were $/-13$ mL (−42 and 12 mL), $/-16$ mL (−41 and 17 mL), and $/-12$ mL (−42 and 10 mL), respectively. The median changes (quartiles 1 and 3) in LVEF for patients in the SD, Echo, and Fixed arms at 6 months were $/6.0\%$ (0.5% and 14.7%), $/6.0\%$ (1.4% and 13.3%), and $/5.1\%$ (1.0% and 13.1%), respectively. The median changes (quartiles 1 and 3) in 6-minute hall walk in the SD, Echo, and Fixed arms were $/55$ m (−5 and 123 m), $/39$ m (−13 and 107 m), and $/58$ m (0 and 115 m), respectively. The median changes (quartiles 1 and 3) in QOL for patients in the SD, Echo, and Fixed arms at 6 months were $/6.0\%$ (0.5% and 14.7%), $/6.0\%$ (−1.4% and 13.3%), and $/5.1\%$ (−1.0% and 13.1%), respectively. Because NYHA classification improvement is an ordinal variable, the data are reported as the difference in percentage of patients with an NYHA classification change of at least 1 NYHA class. The percentage reductions of at least 1 NYHA class for patients in the SD, Echo, and Fixed arms were $/7.7\%$, $/7.1\%$, and $/7.7\%$, respectively. With the QOL and NYHA functional secondary end points, no significant differences were observed by treatment group (Figure 3). Median values for LVEDV, EF%, QOL, 6-minute walk, and percentage NYHA class change were similar across all time points for the SD, Echo, and Fixed arms (Table I in the online-only Data Supplement). No between-group differences at individual time points existed.

Subgroup Analysis

The effects of CRT and optimization method on the primary end point in 1 prespecified subgroup (QRS duration $>150$ versus 120 to 150 milliseconds) and 4 other subgroups analyzed posthoc (ischemic versus nonischemic, men versus women, left bundle-branch block versus non–left bundle-branch block, and atrial pacing $>30\%$ versus $<30\%$) are presented in Figures II and III in the online-only Data Supplement. Overall, patients with a wide QRS duration, left bundle-branch block versus non–left bundle-branch block, and atrial pacing $>30\%$ versus $<30\%$) are presented in Figures II and III in the online-only Data Supplement. Overall, patients with a wide QRS duration, left bundle-branch block, nonischemic cardiomyopathy, and female gender responded more favorably to CRT therapy. However, the only significant optimization treatment-subgroup interaction was for gender (Figure III in the online-only Data Supplement). Women optimized with SD and Echo responded more favorably than women randomized
to the Fixed arm ($P<0.02$ for gender-treatment interaction, 
$P=0.02$ for optimized versus fixed in women). Although 
patients with $>30\%$ atrial pacing optimized with SD and 
Echo trended toward greater reductions in LVEF compared 
with Fixed, this interaction did not reach statistical signifi-
cance, in part because of the limited number of patients with 
$>30\%$ atrial pacing ($P=0.4$).

**Discussion**

The clinical benefit of CRT for patients with moderate to 
severe symptomatic HF, severe LV systolic dysfunction, and 
intraventricular conduction delay is firmly established.\textsuperscript{1–8} Nonetheless, a significant number of patients derive limited 
benefit from this therapy.\textsuperscript{21} One possibility is that systematic 
optimization of the programmed AV delay might improve 
overall outcomes. However, even though many trials have 
shown acute benefits of AV optimization,\textsuperscript{3,4,6,13,22} only limited 
data exist to suggest that systematic AV interval optimi-
zaion results in long-term improvement in clinical out-
comes.\textsuperscript{20,23–27} On the other hand, AV optimization 
by echocardiography is time-consuming and costly, and it would 
be desirable to avoid the procedure or, at the very least, to 
replace it with a simpler yet equally effective technique.\textsuperscript{28}

Previous large-scale, multicenter, randomized clinical tri-
als of CRT have been inconsistent in their approach to AV 
optimization. MIRACLE and CARE-HF used the American 
Society of Echocardiography–endorsed approach of using 
echocardiographically measured transmural flow to deter-
mine optimal AV delay; COMPANION used an algorithm 
based on the intrinsic AV interval and baseline QRS width; 
there was no AV optimization in the CONTAK CD trial; and 
other techniques have been proposed.\textsuperscript{1–3,8,13,14,19,20–33}

A few studies have compared whether acute benefits 
attributed to CRT are different, depending on which method 
of AV delay optimization is used.\textsuperscript{20,24,32–34} For example, the 
CRT-AVO Study by Gold et al\textsuperscript{35} studied the acute effects of 
an electrogram-based algorithm, now known as SD, against 
other commonly used AV delay optimization methods such 
as aortic velocity-time integral and the Ritter method, as well 
as various fixed AV delays. The development of SD was 
based on studies in which hemodynamic changes (as mea-
sured by LV dP/dtmax and pulse pressure) were recorded 
during CRT at different stimulation sites and AV de-
lays.\textsuperscript{13,35,36} This method calculates sensed and paced AV 
delays that provide maximum hemodynamic response based 
the measurement of electric conduction delays (ie, AV 
intervals and QRS duration).\textsuperscript{19,20} The algorithm further ac-
counts for LV lead location, which is generally considered an 
important variable in ensuring optimal patient response.\textsuperscript{19,20}

The results from the CRT-AVO study demonstrated that the 
SD algorithm recommended a customized AV delay that 
increased the acute hemodynamic response in terms of 
percent change in LV dP/dtmax with fixed nominal 
AV delays of 100, 120, 140, or 160 milliseconds as well as 
the Ritter method and aortic velocity-time integral.\textsuperscript{19} Thus 
far, however, no large-scale clinical study has directly com-
pared different methods of AV delay optimization to deter-
mine whether there are LV reverse remodeling benefits.

Some investigators have suggested that optimization of the 
intraventricular (VV) delay may also play a role in improving 
the outcomes of CRT.\textsuperscript{37,38} However, in 2 randomized trials, 
VV optimization yielded no additional long-term benefit in 
patients who had also undergone AV optimization.\textsuperscript{39,40} Opti-
imization of the VV timing was optional in patients random-
zied to the Echo arm only, to be consistent with current 
clinical practice, but was not permitted in the other 2 
randomized arms of the trial.

It is unlikely there is such a thing as a static or unchanging 
“optimum” AV delay in individual patients. Rather, it is 
likely that as hemodynamic conditions change, the “opti-
mum” AV delay may change as well.\textsuperscript{41,42} In SMART-AV, the 
AV delay was reoptimized after 3 months of follow-up in 
the SD arm only to take advantage of the speed and relative 
simplicity of this technique. In the FREEDOM Trial, the 
AV and VV intervals were optimized frequently.\textsuperscript{43} In 
contrast, the complexity and length of time required to 
perform echocardiographic AV optimization limit the abil-
ity to routinely reoptimize patients, and to be consistent 
with current clinical practice, patients in the Echo arm 
were not reoptimized.

Thus, a variety of methods are used clinically for program-
ing the AV delay, with no current consensus as to best 
practice. As a result, many implanters do not use either 
echocardiographic or ECG methods to optimize the AV 
interval but instead empirically program devices to a fixed 
AV delay interval and optimize only those patients who fail 
to respond to therapy. The clinical implications of these 
findings are substantial. Routine echocardiographic optimi-
ization with the American Society of Echocardiography–
recommended method is no better than nominal settings. The 
American Society of Echocardiography–recommended 
method of AV optimization for patients with CRT devices 
should thus be abandoned as a routine measure. Routine 
AV delay optimization by SD is also neither inferior nor 
superior to nominal settings. This study, along with the 
results from the FREEDOM trial reported at the Heart 
Rhythm Society meeting in May 2010, show that to date 
routine methods of any type to optimize AV intervals do 
not have a benefit in terms of QOL, LVEF, or changes in 
LV volumes.\textsuperscript{44}

There is a disparity between our findings and the results 
from prior acute studies that demonstrate that AV optimiza-
ration acutely improves resting supine hemodynamics. A po-
tential explanation for these findings is that optimization in 
the supine position may yield a suboptimal result while 
patients are upright. This is supported by recent preliminary 
data showing that, in general, the acute change in supine LV 
dP/dt with CRT was poorly correlated with long-term clinical 
improvement.\textsuperscript{45} If so, then fundamentally different ap-
proaches to AV optimization may be necessary. Another 
potential explanation is that insufficient hemodynamic im-
provement above the baseline benefit from CRT exists in 
many patient groups to be reliably detected. A third possibil-
ity is that even if there is a hemodynamic benefit, it may be 
too small to result in meaningful clinical improvement in 
these long-term end points. If any of these 3 explanations is 
correct, then it may be time for us to abandon the notion that
we should “optimize” the AV interval and instead invoke the notion of “satisficing,” as defined by the economist Herbert Simon, and conclude that for sufficiently complex problems, a satisfactory (good enough) solution should suffice and that true optimization may not be practical.46 For the broad population undergoing CRT, a nominal AV interval of 120 milliseconds appears to fulfill this criterion and to be a satisfactory solution. The results from this trial emphasize the general principle that strategies that show acute benefit must be evaluated in large-scale randomized trials to determine their long-term benefit.

Conclusion and Clinical Implications

Systematic AV delay optimization with the SD algorithm was not different from echocardiographically determined AV interval optimization or a fixed AV delay of 120 milliseconds. The routine use of AV optimization techniques assessed in this trial is not warranted. However, these data do not exclude possible utility in selected patients who do not respond to CRT.

Acknowledgments

We would like to acknowledge the invaluable contribution of Milan Seth, MS, who provided expert statistical support; Brian Hoffman and Mary Wyse for exemplary data management; and all the patients, clinical investigators, and clinical coordinators who participated in SMART-AV.

Source of Funding

This study was sponsored by Boston Scientific.

Disclosures

Dr Ellenbogen has received honoraria from Boston Scientific, St. Jude Medical, Biotronik, Sorin Biomedical, and Medtronic; received research grants from Medtronic, Boston Scientific and St. Jude Medical; and served on advisory boards for Boston Scientific, St. Jude Medical, Biotronik, Sorin Biomedical, and Medtronic. Dr Gold has received honoraria from Boston Scientific, Medtronic, St. Jude Medical, Sorin Biomedical, and Biotronik; received research grants from Boston Scientific, Medtronic, and St. Jude Medical; and served on advisory boards for Boston Scientific and Medtronic. Dr Meyer is an employee of and owns stock in Boston Scientific. Dr Lozano has received honoraria from St. Jude Medical and Biotronik, received fellowship support from Medtronic and St. Jude Medical, and served on the advisory boards for Boston Scientific and Sorin Biomedical. Dr Mittal has received honoraria from Boston Scientific, Medtronic, and St. Jude Medical; received fellowship support from Biotronik, St. Jude Medical, Medtronic, and Boston Scientific; and served on the advisory board for Biotronik. A. Waggoner has received honoraria from Boston Scientific and St. Jude Medical. Dr Weiner has received research support from Boston Scientific, Medtronic, St. Jude Medical, and Sorin Biomedical and has served on the advisory board for Boston Scientific. Dr Bedi has received honoraria from Boston Scientific and served on the advisory board for Boston Scientific. Dr Stein is an employee of and owns stock in Boston Scientific. Dr Ellenbogen had full access to all of the data in the study and takes responsibility for the integrity of the data and the accuracy of the data analysis.

References


The clinical benefit of cardiac resynchronization therapy for patients with moderate to severe symptomatic heart failure, severe left ventricular systolic dysfunction, and intraventricular conduction delay is firmly established. Nonetheless, a significant number of patients derive limited benefit from cardiac resynchronization therapy. One possibility is that systematic optimization of the programmed atrioventricular (AV) delay might improve overall outcomes. A variety of methods are used clinically for programming the AV delay, with no current consensus on the best practice. The SmartDelay Determined AV Optimization: A Comparison to Other AV Delay Methods Used in Cardiac Resynchronization Therapy (SMART-AV) delay trial prospectively randomized patients to a fixed empirical AV delay (120 milliseconds), echocardiographically optimized AV delay, or AV delay optimized with SmartDelay, an empirically derived electrogram-based algorithm. A total of 980 patients were randomized and followed up for 6 months. At the end of the trial, there was no difference in the primary end point, left ventricular end-systolic volume, or any of the secondary end points: left ventricular end-diastolic volume, ejection fraction, New York Heart Association class, quality of life, and 6-minute walk distance. The routine use of echocardiographic optimization and algorithm-based AV interval optimization is not clinically warranted. However, these data do not exclude possible utility in selected patients who do not respond to cardiac resynchronization therapy.
Primary Results From the SmartDelay Determined AV Optimization: A Comparison to Other AV Delay Methods Used in Cardiac Resynchronization Therapy (SMART-AV) Trial: A Randomized Trial Comparing Empirical, Echocardiography-Guided, and Algorithmic Atrioventricular Delay Programming in Cardiac Resynchronization Therapy


Circulation, published online November 12, 2010;

Circulation is published by the American Heart Association, 7272 Greenville Avenue, Dallas, TX 75231
Copyright © 2010 American Heart Association, Inc. All rights reserved.
Print ISSN: 0009-7322. Online ISSN: 1524-4539

The online version of this article, along with updated information and services, is located on the World Wide Web at:
http://circ.ahajournals.org/content/early/2010/11/12/CIRCULATIONAHA.110.992552

Data Supplement (unedited) at:
http://circ.ahajournals.org/content/suppl/2010/11/11/CIRCULATIONAHA.110.992552.DC1

Permissions: Requests for permissions to reproduce figures, tables, or portions of articles originally published in Circulation can be obtained via RightsLink, a service of the Copyright Clearance Center, not the Editorial Office. Once the online version of the published article for which permission is being requested is located, click Request Permissions in the middle column of the Web page under Services. Further information about this process is available in the Permissions and Rights Question and Answer document.

Reprints: Information about reprints can be found online at:
http://www.lww.com/reprints

Subscriptions: Information about subscribing to Circulation is online at:
http://circ.ahajournals.org/subscriptions/
SUPPLEMENTAL MATERIAL

MS ID#: CIRCULATIONAHA/2010/992552

MS TITLE: Primary Results from the SMART-AV Trial: A Randomized Trial Comparing Empiric, Echocardiographic Guided and Algorithmic AV Delay Programming in Cardiac Resynchronization Therapy (CRT)
**SUPPLEMENTAL FIGURE LEGENDS**

Supplemental Figure 1. Distribution of AV Delays Recommended in All Patients with SD During AS (black bars), AP (gray bars) and Echo (open bars) at post-implant (top panel) and at 6-months post-implant (bottom panel).

Supplemental Figure 2. Median and 95% confidence intervals for the Primary Endpoint of Echocardiographic Left Ventricular Systolic Volume change between Baseline and 6-Month Follow-up in the Following Sub Groups: LBBB vs. non LBBB, QRS <150 ms vs. QRS > 150 ms, ischemic vs. non-ischemic, and Right Atrial Pacing >30% vs. Right Atrial Pacing <30%.

Supplemental Figure 3. Median and 95% confidence intervals for the Primary Endpoint of Echocardiographic Left Ventricular End Systolic Volume change between Baseline and 6-Month Follow-up by gender.
SUPPLEMENTAL FIGURES

Supplemental Figure 1.
Supplemental Figure 2.
Supplemental Figure 3.

*Primary Endpoint by Gender*

- Smart Delay (n = 85)
- Echo (n = 95)
- Fixed (n = 97)
- Smart Delay (n = 198)
- Echo (n = 187)
- Fixed (n = 184)

Change in Volume (mL)

- Female
- Male
Supplemental Table 1. Endpoints by visit.

<table>
<thead>
<tr>
<th>Characteristic</th>
<th>N</th>
<th>Post-Implant</th>
<th>3-Month</th>
<th>6-Month</th>
<th>Difference Between Post-Implant and 6-Month</th>
<th>95% CI for median difference</th>
</tr>
</thead>
<tbody>
<tr>
<td>LVESV (ml)</td>
<td>SD</td>
<td>283</td>
<td>119</td>
<td>101</td>
<td>93</td>
<td>-21 (-45,6)</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>Echo</td>
<td>282</td>
<td>117</td>
<td>105</td>
<td>97</td>
<td>-19 (-45,6)</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>Fixed</td>
<td>281</td>
<td>115</td>
<td>98</td>
<td>99</td>
<td>-15 (-41,6)</td>
</tr>
<tr>
<td>LVEDV (ml)</td>
<td>SD</td>
<td>283</td>
<td>164</td>
<td>146</td>
<td>143</td>
<td>-13 (-42,12)</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>Echo</td>
<td>282</td>
<td>164</td>
<td>150</td>
<td>149</td>
<td>-16 (-41,17)</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>Fixed</td>
<td>282</td>
<td>163</td>
<td>142</td>
<td>148</td>
<td>-12 (-42,10)</td>
</tr>
<tr>
<td>LVEF (%)</td>
<td>SD</td>
<td>283</td>
<td>26.1</td>
<td>31.9</td>
<td>34.0</td>
<td>6.0 (0.5,14.7)</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>Echo</td>
<td>282</td>
<td>28.1</td>
<td>31.9</td>
<td>33.0</td>
<td>6.0 (-1.4,13.3)</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>Fixed</td>
<td>281</td>
<td>27.0</td>
<td>31.9</td>
<td>33.5</td>
<td>5.1 (-1.0,13.1)</td>
</tr>
<tr>
<td>QOL Score</td>
<td>SD</td>
<td>289</td>
<td>48</td>
<td>22</td>
<td>21</td>
<td>-21 (-37,-4)</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>Echo</td>
<td>283</td>
<td>42</td>
<td>26</td>
<td>24</td>
<td>-12 (-28,2)</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>Fixed</td>
<td>286</td>
<td>47</td>
<td>24</td>
<td>21</td>
<td>-17 (-36,-3)</td>
</tr>
<tr>
<td>Six-Minute Walk (meter)</td>
<td>SD</td>
<td>277</td>
<td>285</td>
<td>338</td>
<td>350</td>
<td>55 (-5,123)</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>Echo</td>
<td>264</td>
<td>294</td>
<td>336</td>
<td>346</td>
<td>39 (-13,107)</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>Fixed</td>
<td>274</td>
<td>290</td>
<td>330</td>
<td>343</td>
<td>58 (0,115)</td>
</tr>
</tbody>
</table>
The following centers and investigators participated in the SMART-AV trial.

S. Winter, A.o. Krankenhaus der Elisabethinen Linz, Linz, Austria; J. Gabriel Martínez, Hospital General Universitario de Alicante, Alicante, Spain; J. Ormaetxe Merodio, Hospital de Basurto, Bilbao, Spain; R. Schilling, St. Bartholomews Hospital, London, United Kingdom; A. Hesselson, Central Baptist Hospital, Lexington, KY; A. Gupta, Atlanta Heart Associates, Stockbridge, GA; A. Cheng, Johns Hopkins Hospital, Baltimore, MD; A. Rubin, Desert Cardiology Center, Rancho Mirage, CA; A. Sippens Groenewegen, Diagnostic Cardiology Associates, Jacksonville, FL; A. Yunus, Michigan CardioVascular Institute, Saginaw, MI; B. Lemke, Kliniken GmbH, Klinikum Luedenscheid, Luedenscheid, Germany; B. Bozkurt, Baylor College of Medicine, Houston, TX; B. Ramza, Saint Luke's Hospital, Kansas City, MO; C. Liu, Weill Cornell Medical University, New York, NY; D. Dan, Piedmont Hospital, Atlanta, GA; D. Gilligan, Chippenham Medical Center, Richmond, VA; D. Man, Associated Cardiologists, PA, Harrisburg, PA; D. Schamp, Union Memorial Hospital (MidAtlantic Cardiovascular Assoc.), Baltimore, MD; D. Slotwiner, Long Island Jewish Medical Center, New Hyde Park, NY; D. Robotis, University of Massachusetts, Worcester, MA; E. Rashba, Stony Brook University Hospital, Stony Brook, NY; F. Gilliam, Cardiology Associates of Northeast Arkansas, Jonesboro, AR; F. Khairallah, Tallahassee Research Institute, Tallahassee, FL; F. Miller, Aurora Denver Cardiology, Aurora, CO; G. Greer, Arkansas Cardiology, Little Rock, AR; G. Jones, Wellmont Holston Valley Medical Center, Kingsport, TN; I. Fernandez-Lozano, Hospital Puerta de Hierro, Majadahonda, Madrid, Spain; I. Niazi, St. Luke's Medical Center, Milwaukee, WI; J. L. Sturdivant, Medical University of South Carolina, Charleston, SC; J. Singh, Massachusetts General Hospital, Boston, MA; J. Cook, Baystate Medical Center, Springfield, MA; J. Zagrodzky, Texas Cardiac Arrhythmia Research, Austin, TX; J. Gross, Montefiore Medical Center, Bronx, NY; J. Fowler,
Overlake Medical Center, Bellevue, WA; J. Kushner, St Mary's Madison, Madison, WI; J. Whitehill, Austin Heart, Austin, TX; J. Han, St. Joseph Mercy Hospital, Ann Arbor, MI; J. Lee, Research Medical Center, Kansas City, MO; J. Lobban, Monongalia General Hospital, Morgantown, WV; J. Strobel, Bloomington Hospital, Bloomington, IN; J. Lowy, St. Joseph Hospital, Bellingham, WA; J. Szwed, Methodist Hospital of Indianapolis, Indianapolis, IN; J. J. Garcia-Guerrero, Hospital Infanta Cristina, Badajoz, Spain; K. Quan, EMH Regional Medical Center, Elyria, OH; K. Kaszala, Hunter Holmes McGuire Veterans Affairs Medical Cntr, Richmond, VA; K. Krishnan, Rush University Medical Center, Chicago, IL; L. Alvarez, Orlando Regional Hospital, Orlando, FL; L. Pires, St. John Hospital & Medical Center, Detroit, MI; L. Siddoway, York Hospital, York, PA; M. Gupta, Bethesda North Hospital, Cincinnati, OH; M. Bersohn, Veterans Affairs Medical Center, Los Angeles, CA; M. Bedi, The Washington Hospital - Washington PA, Washington, PA; M. Lopez-Gil, Hospital 12 de Octubre Madrid, Madrid, Spain; M. Blitzer, Hospital of St. Raphael, New Haven, CT; M. Dixon, La Porte Hospital, LaPorte, IN; M. Burke, University of Chicago Hospital, Chicago, IL; M. Fedor, Salem Hospital, Salem, OR; M. Giudici, Genesis Medical Center, Davenport, IA; M. Orlov, St. Elizabeth Medical Center, Boston, MA; M. Rozengarten, Saint Mary Medical Center, Langhorne, PA; M. Springer, Medical Center Cardiologist Research, Louisville, KY; M. Khoo, University of Colorado Hospital, Aurora, CO; M. El-Chami, Emory Crawford Long Hospital, Atlanta, GA; M. Chawla, St. Luke's Hospital, Cedar Rapids, IA; N. Shah, Heart Center of North Texas, Fort Worth, TX; N. Kavesh, Lakeland Regional Medical Center, Lakeland, FL; P. Tchou, Cleveland Clinic Foundation, Cleveland, OH; P. Lai, Memorial Hospital, Modesto, CA; P. Park, Midwest Cardiology Menorah, Overland Park, KS; P. Vijayaraman, Geisinger Medical Center, Danville, PA; R. Peinado, Hospital La Paz, Madrid, Spain; R. Augustini, Ohio State University Medical
Center, Columbus, OH; R. Shepard, Virginia Commonwealth University Health System, Richmond, VA; R. Bernstein, Sentara Norfolk General Hospital, Norfolk, VA; R. Villareal, Self Memorial Hospital, Greenwood, SC; S. Ahmad, Kettering Medical Center, Dayton, OH; S. Durrani, Inova Fairfax Hospital, Falls Church, VA; S. Beau, Arkansas Heart Hospital, Little Rock, AR; S. Weiner, Tyler Cardiovascular Consultants, Tyler, TX; S. Ackerman, Nebraska Heart Institute, Lincoln, NE; S. Hustead, Mercy Hospital, Coon Rapids, MN; S. Shorofsky, University of Maryland Medical System, Baltimore, MD; S. Kutalek, Drexel University College of Medicine, Philadelphia, PA; S. Mittal, St. Lukes - Roosevelt Hospital Center, New York, NY; T. Naqvi, University of Southern California Univ. Hospital, Los Angeles, CA; T. Edwards, Heart Center, Salt Lake City, UT; T. Lessmeier, Sacred Heart Medical Center, Spokane, WA; T. Smith, Washington University, St. Louis, MO; T. Hee, Creighton University, Omaha, NE; U. Birgersdotter-Green, University of California - San Diego, San Diego, CA; U. Patel, St. Marys Medical Center - Evansville, Evansville, IN; V. Marques, University Community Hospital, Tampa, FL; V. Gottipaty, Providence Hospital, Columbia, SC; V. Mehta, Comprehensive Cardiovascular Medical Group, Bakersfield, CA