Hemocompatibility-Related Outcomes in the MOMENTUM 3 Trial at 6 Months

A Randomized Controlled Study of a Fully Magnetically Levitated Pump in Advanced Heart Failure

**BACKGROUND:** The HeartMate 3 (HM3) Left Ventricular Assist System (LVAS) (Abbott) is a centrifugal, fully magnetically levitated, continuous-flow blood pump engineered to enhance hemocompatibility and reduce shear stress on blood components. The MOMENTUM 3 trial (Multicenter Study of MagLev Technology in Patients Undergoing Mechanical Circulatory Support Therapy With HeartMate 3) compares the HM3 LVAS with the HeartMate II (HMII) LVAS (Abbott) in advanced heart failure refractory to medical management, irrespective of therapeutic intention (bridge to transplant versus destination therapy). This investigation reported its primary outcome in the short-term cohort (n=294; 6-month follow-up), demonstrating superiority of the HM3 for the trial primary end point (survival free of a disabling stroke or reoperation to replace the pump for malfunction), driven by a reduced need for reoperations. The aim of this analysis was to evaluate the aggregate of hemocompatibility-related clinical adverse events (HRAEs) between the 2 LVAS.

**METHODS:** We conducted a secondary end point evaluation of HRAE (survival free of any nonsurgical bleeding, thromboembolic event, pump thrombosis, or neurological event) in the short-term cohort (as-treated cohort n=289) at 6 months. The net burden of HRAE was also assessed by using a previously described hemocompatibility score, which uses 4 escalating tiers of hierarchal severity to derive a total score for events encountered during the entire follow-up experience for each patient.

**RESULTS:** In 289 patients in the as-treated group (151 the HM3 and 138 the HMII), survival free of any HRAE was achieved in 69% of the HM3 group and in 55% of the HMII group (hazard ratio, 0.62; confidence interval, 0.42–0.91; P=0.012). Using the hemocompatibility score, the HM3 group demonstrated less pump thrombosis requiring reoperation (0 versus 36 points, P<0.001) or medically managed pump thrombosis (0 versus 5 points, P=0.02), and fewer nondisabling strokes (6 versus 24 points, P=0.026) than the control HMII LVAS. The net hemocompatibility score in the HM3 in comparison with the HMII patients was 101 (0.67±1.50 points/patient) versus 137 (0.99±1.79 points/patient) (odds ratio, 0.64; confidence interval, 0.39–1.03; P=0.065).

**CONCLUSIONS:** In this secondary analysis of the MOMENTUM 3 trial, the HM3 LVAS demonstrated greater freedom from HRAEs in comparison with the HMII LVAS at 6 months.

**CLINICAL TRIAL REGISTRATION:** URL: http://clinicaltrials.gov. Unique identifier: NCT02224755
Clinical Perspective

What Is New?

- Hemocompatibility with a left ventricular assist system refers to the constellation of bleeding and thrombosis events that often aggregate together in the same individual.
- This 6-month secondary analysis of the MOMENTUM 3 trial (Multicenter Study of MagLev Technology in Patients Undergoing Mechanical Circulatory Support Therapy With HeartMate 3) compares the HeartMate 3 with the HeartMate II pump and demonstrates that the HeartMate 3 pump is superior in reducing hemocompatibility-related adverse outcomes (driven by absent pump thrombosis and decreased nondisabling strokes) at 6 months.

What Are the Clinical Implications?

- We now provide quantitative estimates of freedom from hemocompatibility-related adverse events between the 2 pumps (at 6 months) and suggest exploratory findings of clinical correlates in the hemostatic management axis that may warrant prospective confirmation.
- Importantly, we define a new score of the burden of hemocompatibility that can serve to standardize assessment of aggregate patient-level outcomes across various device platforms.

Hemocompatibility-related adverse events (HRAEs) are the Achilles heel of the interaction between a left ventricular assist system (LVAS) and its biological circulatory interface. The constellation of device-related hemolysis, pump thrombosis leading to malfunction, neurological events (predominantly stroke and bleeding), and nonsurgical bleeding (particularly gastrointestinal bleeding) are the principal concerns that influence outcomes in mechanical circulatory support. These frequent complications are noted to occur with all contemporary centrifugal and axial continuous-flow devices, the HeartWare HVAD (HeartWare International Inc) and the HeartMate II (HMII) (Abbott) LVAS, respectively.

The HeartMate 3 (HM3) LVAS (Abbott) is a continuous-flow centrifugal pump, with a fully magnetically levitated rotor, wide blood flow passages, and an intrinsic pulse designed to avert stasis within the pump. This novel LVAS is currently being evaluated in a prospective, randomized, controlled trial comparing it with the HMII pump in patients with advanced heart failure who are refractory to optimal medical therapy (MOMENTUM 3 trial [Multicenter Study of MagLev Technology in Patients Undergoing Mechanical Circulatory Support Therapy With HeartMate 3]). The primary analysis of the short-term cohort in this study (n=294 [intention-to-treat population], 6-month follow-up) was recently published. In this analysis, the HM3 LVAS demonstrated superiority to the HMII for the primary end point of survival free of disabling stroke or reoperation for pump replacement. Although clearly focusing on the most severe complications of LVAS, such an end point may underappreciate the totality of HRAEs encountered in the experiential journey.

The purpose of this secondary analysis is severalfold: (1) to compare outcomes between the HM3 and HMII LVAS, when all HRAEs are evaluated as an efficacy end point, (2) to assess the aggregate net burden of HRAEs encountered within and between each device system, and (3) to explore hypothesis-generating clinical correlates predictive of HRAE that may inform further studies.

METHODS

MOMENTUM 3 is a prospective, multicenter, randomized, nonblinded, pivotal clinical trial comparing the HM3 with the HMII LVAS in patients who have advanced-stage heart failure, and its design has been previously described. Eligible patients (bridge to transplant or destination therapy) were randomly assigned 1:1 to receive either the HM3 or the HMII LVAS. The primary end point of the trial was survival free of disabling stroke, and reoperation to repair or replace the device, assessed at 6 months and 2 years postimplantation. This adaptive design trial has completed enrollment (n=1028 patients) at 69 US sites, and comprises 3 specific patient cohorts:

1. Short-Term Cohort: The first 294 patients enrolled into the trial, where the primary end point (powered for noninferiority) was compared between the 2 devices at 6-months follow-up by intention-to-treat. The primary outcomes, which demonstrated noninferiority and superiority, as well, of the HM3 LVAS, have been reported.

2. Long-Term Cohort: The first 366 patients (including the 294 in the Short-Term Cohort), where the primary end point (powered for noninferiority) will be (still ongoing) compared between the 2 devices at 2 years.

3. Extended Long-Term Cohort: The full cohort of 1028 patients (including the Long-Term Cohort), where the primary goal is to demonstrate superiority of the HM3 on the secondary end point of pump malfunction requiring replacement (ongoing).

Each participating center’s institutional review board approved the protocol and all patients or their authorized representative provided written informed consent. Predefined adverse events, reoperations, readmissions to the hospital, and device malfunctions were reported as they occurred. Centers entered data into a validated Internet-based electronic data capture system that is compliant with Title 21 Code of Federal Regulations Part 11 (21 CFR Part 11). Site users were permitted only data entry rights to use the system, and only after database training was completed. An independent clinical events committee blinded to the randomization adjudicated all key events. They also adjudicated the severity and device relationship of these adverse events. An independent data safety and monitoring board performed regular review of the clinical safety data. Antithrombotic management included anticoagulation with warfarin (with a targeted international normalized ratio [INR] of 2.0–3.0) and aspirin therapy (81–325 mg daily) for both groups.
Hemocompatibility-Related Adverse Event

In this secondary analysis, clinical adverse events attributable to LVAS-related bleeding or thrombosis abnormalities were classified as an HRAE. These events were:
- Nonsurgical bleeding: Gastrointestinal or other nonsurgical bleeding episodes >30 days postimplant
- Neurological events: Stroke (hemorrhagic or ischemic, disabling or nondisabling) or other neurological events (eg, transient ischemic attack, seizures) at any time
- Thromboembolic events: Suspected or confirmed pump thrombosis, arterial thromboembolism with or without organ involvement at any time

A patient experiencing any of these events was deemed to have experienced an HRAE.

Hemocompatibility Score

To determine the aggregate net burden of HRAE in each patient, a tiered hierarchal score (hemocompatibility score [HCS]) that weights each event by its escalating clinical relevance was calculated for each patient as previously described.1 The methodology for calculating the score is provided in Table 1. In brief, mild events (eg, ≤2 nonsurgical bleeding episodes) contributed a single point to the HCS, whereas serious events (eg, disabling stroke) contributed a higher grade to the HCS (eg, disabling stroke contributes 4 points). The HCS was calculated for each patient by summing up all the points associated with each HRAE experienced by the patient for the duration of available follow-up. The HCS served as the net burden of all HRAEs experienced by the patient for the duration of 6-month follow-up. For example, a patient who has 3 gastrointestinal bleeds (score 2) followed by a nondisabling stroke (score 2) and then a reoperation to replace the device (score 3) would contribute a total score of 7 to the HCS end point.

Table 1. Calculation of Hemocompatibility Score

<table>
<thead>
<tr>
<th>Intensity</th>
<th>Clinical Components</th>
<th>Score</th>
</tr>
</thead>
<tbody>
<tr>
<td>Tier I (mild)</td>
<td>≤2 gastrointestinal or other bleeding episodes (&gt;30 days postimplant)*</td>
<td>1 point each</td>
</tr>
<tr>
<td></td>
<td>Suspected pump thrombosis (successfully medically treated)</td>
<td></td>
</tr>
<tr>
<td></td>
<td>Nonstroke-related neurological events (hemocompatibility etiology or inconclusive)</td>
<td></td>
</tr>
<tr>
<td></td>
<td>Arterial thromboembolism not resulting in organ loss</td>
<td></td>
</tr>
<tr>
<td>Tier II (moderate)</td>
<td>&gt;2 gastrointestinal or other bleeding*</td>
<td>2 points each</td>
</tr>
<tr>
<td></td>
<td>Nondisabling stroke (hemorrhagic or ischemic)</td>
<td></td>
</tr>
<tr>
<td></td>
<td>Arterial thromboembolism resulting in organ loss</td>
<td></td>
</tr>
<tr>
<td>Tier III</td>
<td></td>
<td></td>
</tr>
<tr>
<td>IIIA (moderate to severe)</td>
<td>Pump malfunction attributable to pump thrombosis leading to reoperation for removal or replacement</td>
<td>3 points each</td>
</tr>
<tr>
<td>IIIB (severe)</td>
<td>Disabling stroke</td>
<td>4 points each</td>
</tr>
<tr>
<td></td>
<td>Death attributable to a hemocompatibility etiology or inconclusive (unknown or multiple causes)</td>
<td></td>
</tr>
</tbody>
</table>

Assessment of net hemocompatibility burden by calculation of hemocompatibility score (HCS).

*Score for the bleeding episodes should be based on total number of events per patient as opposed to per event. (This table is adapted from ref. 1).

Statistical Analysis

Patients implanted as randomly assigned constituted the as-treated cohort of the MOMENTUM 3 Short-Term Cohort for the present secondary analysis. Categorical variables are reported as percentages and were compared between the groups using the Fisher exact test. Continuous variables are presented as median (interquartile range) and were compared between groups using the Wilcoxon rank sum test. Statistical significance was set at P<0.05. Hazard ratios and their corresponding 95% confidence intervals (CIs) were evaluated by using Cox proportional-hazard models. Time-to-event analysis was performed by using the Kaplan-Meier method with P values reported using the log-rank test. Three separate analyses were conducted.

Analysis 1: Comparison of HRAEs Between HM3 and HMII LVAS

Outcome measures assessed and compared between the 2 groups were: (1) Survival free of any HRAE at 6 months (analyzed using the Kaplan-Meier and Cox proportional-hazard models), and (2) the incidence of any HRAE at 6 months (odds ratios and 95% CIs were evaluated from the associated 2×2 contingency table, and the statistical significance was tested using the Fisher exact test). The analysis was stratified by age >65 and ≤65, because age has previously been shown to be a risk factor associated with HRAEs, and this age cutoff is clinically meaningful in distinguishing destination therapy indications.19 Additionally, days spent in the hospital after the patient had been readmitted for an HRAE were compared between the HM3 and HMII using the Wilcoxon rank sum test.

Analysis 2: Comparison of the Net Burden of HRAEs (Assessed by the HCS) Between the HM3 and HMII

The distribution of HCS was compared between the HM3 and the HMII by using a proportional odds regression model. HCS was modeled as an ordinal outcome variable for each patient with values of 0, 1, 2, 3, 4, or ≥5, for a total of 6 ordinal levels. The proportional odds assumption was tested and was found to be satisfied.

Analysis 3: Exploratory Determination of Clinical Correlates Predictive of HRAEs (Based on a HCS>0)

This analysis was performed for the full cohort by comparing those patients alive with a HCS=0 in comparison with those with a HCS>0 or death. The clinical correlates analyzed included baseline characteristics (eg, age, sex, therapeutic intent), anticoagulation level (INR), and the use of aspirin therapy and mean arterial pressures at 30 days postimplant. These include variables that have been found to be
risk factors impacting bleeding and thrombotic events with LVAS.9,10 A multivariable logistic regression analysis was used for identifying factors that were independently predictive of any HRAEs (HCS>0) or death in the full cohort of patients, with device type included as a covariate. Variables with P values<0.1 on univariable analysis were incorporated into the multivariable regression analysis.

RESULTS
Two hundred eighty-nine patients (of the 294 intention-to-treat population) constituted the as-treated cohort of MOMENTUM 3 (HM3=151 patients; HMII=138 patients). The baseline characteristics of the 2 treatment groups are reported in Table 2.

Analysis 1: Comparison of HRAEs Between HM3 and HMII
Survival free of any HRAEs at 6 months was significantly higher for the HM3 than for the HMII (69±4% versus 55±4%; hazard ratio, 0.62; 95% CI, 0.42–0.91; P=0.012) (Figure 1A). When stratified by age, the HM3 group had a greater absolute difference relative to HMII LVAS for patients ≤65 years of age (76±5% versus 58±5%; hazard ratio, 0.51; 95% CI, 0.30–0.87; P=0.01). For patients >65 years of age, the results remained numerically better for the HM3 group, although P values exceeded 0.05 (Figure 1B). In the HM3 group, 43 patients (28%) experienced at least 1 HRAE (mild, moderate, or severe), versus 53 HMII patients (38%) (P=0.08). Table 3 shows the breakdown of patients who experienced bleeding, thrombosis, or both bleeding and thrombotic complications. HM3 patients had predominantly bleeding events, whereas bleeding and thromboembolic events were equally distributed in the HMII group. The total number of days spent in the hospital because of readmission for HRAE for HM3 versus HMII was 578 days versus 617 days, respectively, translating into a 6.3% reduction in favor of the HM3 group (P=0.079). Most events required hospitalization for <10 days.

Analysis 2: Assessment of Net HRAE Burden Assessed Using HCS
The HCS for HM3 versus HMII patients was 101 points (0.67±1.50 points/patient; median [range]: 0 [0–10] points/patient) versus 137 (0.99±1.79 points/patient; median [range]: 0 [0–9] points/patient; odds ratio, 0.64; CI, 0.39–1.03; P=0.065), respectively. Further analysis of the HCS breakdown between the devices is presented in Table 4. Figure 2 outlines the proportional contribution of tiered events to the HCS. Figure 3 shows a distribution of the cumulative score experienced by each patient in both the HM3 and HMII groups, respectively.

Analysis 3: Clinical Correlates for HRAEs
Analysis of exploratory clinical correlates associated with patients experiencing any HRAEs (HCS>0) for the...
total cohort (HMII+HM3) are shown in Table 5. In this univariable analysis, patients who experienced any HRAE or death were more often implanted with the HMII, were older, received the device as destination therapy, were more likely to have a lower INR (<1.5), and were not on aspirin at 30 days postimplant. Figure 4 shows the result of the multivariable analysis of the full cohort of patients. The HMII LVAS, older age, absence of aspirin at 30 days, and a lower INR (<1.5) at 30 days were independently associated with development of any HRAE or death at 6 months postimplantation. Mean arterial pressure and therapeutic intent were not significant in the final multivariable model.

**DISCUSSION**

The findings of this investigation demonstrate that the fully magnetically levitated centrifugal flow pump, the
HM3, is associated with a significant increase in freedom from HRAE in comparison with the HMII LVAS at 6 months, driven predominantly by a reduction in nondisabling strokes and any pump thrombosis. Importantly, as previously described, no evidence of pump thrombosis was noted with the HM3 pump. Furthermore, the HCS, which assesses net burden of events per patient, is numerically lower in those implanted with the HM3 LVAS, although this comparison did not meet conventional levels of statistical significance ($P=0.065$).

Hemocompatibility represents the interaction between the LVAS interface and intrinsic pathophysiology of activation or destruction of circulating blood elements. Clinically, the overall interaction manifests itself as nonsurgical bleeding (predominantly gastrointestinal or nasal) and thromboembolic events (stroke, pump thrombosis, and other systemic embolic events). Importantly, the relationship between events is closely intertwined, because the management to ameliorate one may directly influence the other. Historically, in LVAS trials, these events are reported separately, some counting as efficacy end points and most as adverse events; understanding their interplay, and the accumulation of events in each patient, as well, has therefore been obscured. As in the recent opinion piece, we evaluated hemocompatibility, for the first time, as an aggregate-consolidated end point. Similarly, we used the proposed HCS to allow a closer appreciation of the totality of these complications encountered by the patient.

### Table 3. Proportion of Patients Who Experienced Either a Hemorrhagic Event, a Thrombotic Event, or Both

<table>
<thead>
<tr>
<th>Event Type</th>
<th>HM3 (n=151)</th>
<th>HMII (n=138)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Hemorrhagic or thrombotic event, n (%)</td>
<td>43 (28.4)</td>
<td>53 (38.4)</td>
</tr>
<tr>
<td>Hemorrhagic only, n (%)</td>
<td>23 (15.2)</td>
<td>25 (18.1)</td>
</tr>
<tr>
<td>Thrombotic only, n (%)</td>
<td>11 (7.3)</td>
<td>23 (16.7)</td>
</tr>
<tr>
<td>Hemorrhagic and thrombotic, n (%)</td>
<td>9 (6.0)</td>
<td>5 (3.6)</td>
</tr>
</tbody>
</table>

Proportionally, HM3 patients experienced more hemorrhagic events than thrombotic events, whereas HMII patients evenly experienced both hemorrhagic and thrombotic events. HM3 indicates HeartMate 3; and HMII, HeartMate II.

### Table 4. Points Associated With Events Contributing to HCS

<table>
<thead>
<tr>
<th>HCS</th>
<th>HM3 Cumulative Score</th>
<th>HM3 Patients With Events (Events)</th>
<th>HM3 Score / Patient Median [Max]</th>
<th>HMII Cumulative Score</th>
<th>HMII Patients With Events (Events)</th>
<th>HMII Score / Patient Median [Max]</th>
<th>Odds Ratio (95% CI)</th>
<th>P</th>
</tr>
</thead>
<tbody>
<tr>
<td>Total score</td>
<td>101</td>
<td>43 (55)</td>
<td>0 [10]</td>
<td>137</td>
<td>53 (70)</td>
<td>0 [9]</td>
<td>0.64 [0.39–1.04]</td>
<td>0.08</td>
</tr>
<tr>
<td>Tier I</td>
<td>31</td>
<td>27 (31)</td>
<td>0 [2]</td>
<td>33</td>
<td>30 (33)</td>
<td>0 [2]</td>
<td>0.78 [0.44–1.40]</td>
<td>0.46</td>
</tr>
<tr>
<td>Bleeding &gt;30D (≤2 events)</td>
<td>21</td>
<td>21 (21)</td>
<td>0 [1]</td>
<td>19</td>
<td>19 (19)</td>
<td>0 [1]</td>
<td>1.01 [0.52–1.97]</td>
<td>1.00</td>
</tr>
<tr>
<td>Medically managed PT</td>
<td>0</td>
<td>0 (0)</td>
<td>0 [0]</td>
<td>5</td>
<td>5 (5)</td>
<td>0 [1]</td>
<td>-</td>
<td>0.02</td>
</tr>
<tr>
<td>Nonstroke neurological event</td>
<td>9</td>
<td>9 (9)</td>
<td>0 [1]</td>
<td>8</td>
<td>8 (8)</td>
<td>0 [1]</td>
<td>1.03 [0.39–2.75]</td>
<td>1.00</td>
</tr>
<tr>
<td>Arterial TE with no organ loss</td>
<td>1</td>
<td>1 (1)</td>
<td>0 [1]</td>
<td>1</td>
<td>1 (1)</td>
<td>0 [1]</td>
<td>0.91 [0.06–14.74]</td>
<td>1.00</td>
</tr>
<tr>
<td>Tier II</td>
<td>26</td>
<td>12 (13)</td>
<td>0 [4]</td>
<td>32</td>
<td>14 (16)</td>
<td>0 [4]</td>
<td>0.76 [0.34–1.72]</td>
<td>0.54</td>
</tr>
<tr>
<td>Bleeding &gt;30D (&gt;2 events)</td>
<td>16</td>
<td>8 (8)</td>
<td>0 [2]</td>
<td>8</td>
<td>4 (4)</td>
<td>0 [2]</td>
<td>1.87 [0.55–6.37]</td>
<td>0.38</td>
</tr>
<tr>
<td>Nondisabling stroke</td>
<td>6</td>
<td>3 (3)</td>
<td>0 [2]</td>
<td>24</td>
<td>11 (12)</td>
<td>0 [4]</td>
<td>0.23 [0.06–0.86]</td>
<td>0.026</td>
</tr>
<tr>
<td>Arterial TE with organ loss</td>
<td>4</td>
<td>2 (2)</td>
<td>0 [2]</td>
<td>0</td>
<td>0 (0)</td>
<td>0 [0]</td>
<td>-</td>
<td>0.50</td>
</tr>
<tr>
<td>Tier IIIA; surgically managed PT</td>
<td>0</td>
<td>0 (0)</td>
<td>0 [0]</td>
<td>36</td>
<td>10 (12)</td>
<td>0 [6]</td>
<td>-</td>
<td>&lt;0.001</td>
</tr>
<tr>
<td>Tier IIIB</td>
<td>44</td>
<td>10 (11)</td>
<td>0 [8]</td>
<td>36</td>
<td>9 (9)</td>
<td>0 [4]</td>
<td>1.02 [0.40–2.58]</td>
<td>1.00</td>
</tr>
<tr>
<td>Disabling stroke*</td>
<td>36</td>
<td>9 (9)</td>
<td>0 [4]</td>
<td>20</td>
<td>5 (5)</td>
<td>0 [4]</td>
<td>1.69 [0.55–5.16]</td>
<td>0.42</td>
</tr>
<tr>
<td>HC-related or inconclusive death</td>
<td>8</td>
<td>2 (2)</td>
<td>0 [4]</td>
<td>16</td>
<td>4 (4)</td>
<td>0 [4]</td>
<td>0.45 [0.08–2.49]</td>
<td>0.43</td>
</tr>
</tbody>
</table>

CI indicates confidence interval; D, days; HC, hemocompatibility; HCS, hemocompatibility score; HM3, HeartMate 3; HMII, HeartMate II; PT, pump thrombosis; and TE, thromboembolic event.

*Of the 9 disabling strokes in the HM3 group, 4 were hemorrhagic and 5 were ischemic strokes. Of the 5 disabling strokes in the HMII group, 3 were hemorrhagic, 1 was ischemic, and 1 was an ischemic stroke that converted to a hemorrhagic stroke. Patients supported with HM3 had significant reduction in medically (tier I) and surgically (tier IIIA) treated pump thrombosis, and in nondisabling strokes, as well (tier II). No other differences were observed. Odds ratios and the $P$ values are based on the 2×2 contingency table associated with patients experiencing an event and patients who did not.
This analysis of the MOMENTUM 3 trial demonstrates the relative frequencies between bleeding, clotting, or both as contributors to the expression of clinical hemocompatibility. We illuminate the fact that a device may predispose predominantly to varying clinical grades of HRAEs in 1 domain (such as thrombosis) while showing little change in the other domain (such as bleeding). Thus, in our analysis, HM3 patients show their greatest benefit in the domain of thrombosis-related hemocompatibility outcomes as seen in the absence of medically or surgically managed pump thrombosis and marked...
reduction in nondisabling strokes (typically ischemic in origin). We did not show a difference between the 2 LVAS in disabling strokes, which typically represent a devastating nonsurgical bleeding complication.

Engineering changes in the HM3 that correlate with the observed improved outcomes in the fully magnetically levitated, continuous-flow blood pump exhibit 3 potential advantages: a frictionless rotor, with no mechanical bearings subject to wear and tear; wide gaps between the rotor and casing that allow for permissive blood paths; and an artificial intrinsic pulse that prevents pump stasis. These engineering attributes, in vitro, are associated with reduced shear stress and absence of hemolysis or thrombosis in comparison with contemporary devices. A proposed explanation for reduced hemocompatibility-related complications with the HM3 include the absence of observed hemolysis, which is directly correlated with the impact of the LVAS on blood element destruction and the effects on high-molecular-weight multimers of von Willebrand factor. These clinical biomarkers are also known to reflect effects of the continuous-flow circulatory interface and potentially herald hemocompatibility-related adverse outcomes.

The vexing dilemma of hemocompatibility-related adverse outcomes has led investigators to alter management practices in the domain of device function (by driving the speed up or down), managing antiplatelet and anticoagulation regimens disparately, all in attempts to abrogate the net burden of hemocompatibility-related complications. However, experience has suggested that such attempts may be associated with improvement in 1

![Figure 4. A forest plot of the multivariable logistic regression analysis for all treated patients examining clinical correlates for patients experiencing any HRAEs or death.](http://circ.ahajournals.org/)}
domain (eg, reduced anticoagulation bridging and running the pump in parallel, rather than in series, to decrease gastrointestinal bleeding) while yielding a worsening in a second critical domain (eg, a surge in pump thrombosis).14–17 Nevertheless, attention has shifted to the role of both antiplatelet and anticoagulation protocols in managing the LVAS. A European experience demonstrated that an aspirin-free protocol was not related to an increased rate of thromboembolic adverse events in HMII-treated patients.18 However, analyses with other devices point to the importance of full antiplatelet therapy in achieving improved neurological outcomes.19 In our exploratory multivariable analysis, we find evidence for age and antiplatelet and anticoagulation management regimens as important arbiters of HRAE. Surprisingly, blood pressure did not appear to clearly correlate with such HRAE outcomes.

Limitations
The current secondary analysis is based on the short-term cohort of the MOMENTUM 3 study and reflects a small number of patients with a short 6-month follow-up duration. Further validation of the HM3 LVAS and outcome durability will emerge from planned analyses of the ongoing larger cohorts in the trial. The hemocompatibility end point may miss some bleeding events in the perioperative phase (<30 days postimplant) and thus may not fully represent the net burden of hemocompatibility. Note should be made that we included all deaths, thrombosis-related events, and neurological events from implant to 6 months. However, the early postimplant period is typically a time of adjustment of the patient to the device and stabilization of anticoagulation regimens, and it is fraught with predominant surgical complications. Typically, patients stay in-hospital for 3 weeks postimplant, and bleeding events that occur during this time usually represent surgical events or adverse sequelae of a baseline patient predisposition (eg, a gastric ulcer that bleeds). Yet, events in this early period may drive consequences further downstream, and our exploratory findings with respect to antiplatelet and anticoagulation use point in this direction. Importantly, early deaths (within 30 days) would have reduced the opportunity for a subsequent nonsurgical bleeding event. In this regard, it should be noted, that there were 5 deaths in the HM3 group and 9 deaths in the HMII group in the first 30 days. Thus, any disadvantage in the lost opportunity for subsequent HRAE would have been levied in the HM3 group. Another important issue relates to the role of infection and its consequent inflammatory state in driving a change in the hemocompatibility milieu.20 We did not specifically study the interrelationship between these variables for this analysis. This was the first attempt at using the hemocompatibility burden score and could serve to help refine its utility over time.

CONCLUSION
In this secondary analysis of the MOMENTUM 3 trial, the HM3 had a higher freedom from an aggregate of HRAEs at 6 months in comparison with the HMII LVAS, driven predominantly by a reduction in nondisabling strokes and absence of any pump thrombosis. These data provide further evidence that the HM3 LVAS has a more favorable physiological circulatory interface than does the HMII.

SOURCES OF FUNDING
The MOMENTUM 3 trial, its conduct and analyses, are funded by Abbott, Abbott Park, IL.

DISCLOSURES
Drs Uriel, Cleveland, Goldstein, and Mehra, serve as National Principal Investigators and contributed equally to the trial conduct and oversight. Dr Mehra is chair of the presentations and publications committee of the trial. Drs Sundareswaran and Sood are employees of Abbott and serve on the publications committee of the trial. All other authors or their institutions have received research and consulting support from Abbott for participation in the trial. Additional disclosures are provided online.

AFFILIATIONS
From University of Chicago School of Medicine and Medical Center, IL (N.U., V.J.); Columbia University College of Physicians and Surgeons and New York Presbyterian Hospital, New York, NY (P.C.C.); University of Colorado School of Medicine, Denver (J.C.C.); Integris Baptist Medical Center, Oklahoma City, OK (J.W.L.); St. Vincent Heart Center, Indianapolis, IN (C.S.); Montefiore Einstein Center for Heart and Vascular Care, Bronx, NY (D.J.G.); Duke Heart Center, Duke University, Durham, NC (C.B.P.); Washington University School of Medicine, St. Louis, MO (G.A.E.); Advocate Christ Medical Center, Chicago, IL (A.J.T.); Florida Hospital, Orlando (S.C.S.); University of Minnesota Medical Center, Minneapolis (R.J.); Tampa General Hospital, FL (C.C.); Thomas Jefferson University, Philadelphia, PA (A.J.B.); Abbott, Pleasanton, CA (S.C.S.); Abbott, Burlington, MA (P.S.); and Brigham and Women’s Hospital Heart and Vascular Center and Harvard Medical School, Boston, MA (M.R.M.).

FOOTNOTES
Received March 9, 2017; accepted March 24, 2017.
Circulation is available at http://circ.ahajournals.org.

REFERENCES

Hemocompatibility-Related Outcomes in the MOMENTUM 3 Trial at 6 Months: A Randomized Controlled Study of a Fully Magnetically Levitated Pump in Advanced Heart Failure


_Circulation_. published online April 6, 2017;

_Circulation_ is published by the American Heart Association, 7272 Greenville Avenue, Dallas, TX 75231
Copyright © 2017 American Heart Association, Inc. All rights reserved.
Print ISSN: 0009-7322. Online ISSN: 1524-4539

The online version of this article, along with updated information and services, is located on the World Wide Web at:
http://circ.ahajournals.org/content/early/2017/04/06/CIRCULATIONAHA.117.028303

Permissions: Requests for permissions to reproduce figures, tables, or portions of articles originally published in _Circulation_ can be obtained via RightsLink, a service of the Copyright Clearance Center, not the Editorial Office. Once the online version of the published article for which permission is being requested is located, click Request Permissions in the middle column of the Web page under Services. Further information about this process is available in the Permissions and Rights Question and Answer document.

Reprints: Information about reprints can be found online at:
http://www.lww.com/reprints

Subscriptions: Information about subscribing to _Circulation_ is online at:
http://circ.ahajournals.org/subscriptions/